Appearance potential spectroscopy with a photon counting detector and multiple scattering spectral interpretation.
We describe a soft x-ray appearance potential spectroscopy apparatus, which uses a windowless hyperpure Ge detector operated in the photon counting mode. Direct comparisons of recorded spectra with the self-convolution of x-ray absorption spectra and with ab initio simulations in the multiple scattering framework are reported and discussed.